MAHLER BOMB CALORIMETER

be screwed on by means of a special spanner, the bomb
meanwhile being fixed in a lead-lined clarnp. The joint
between the bomb and cover is made gas-tight by means
of a lead washer. In other forms of apparatus the cover is
fixed on by means of nuts and bolts.

A platinum rod, E, passes through the cover, from which
it is insulated, and another platinum rod is fixed to the central
tube through which the oxygen passes. This rod carries a
platinum capsule on which the sample to be tested is placed.
The two platinum rods are connected by means of a short,